A rapid and sensitive method for determination of theophylline in plasma and saliva by high pressure liquid chromatography.
A fast and sensitive high pressure liquid chromatographic method for the monitoring of theophylline concentrations in plasma or saliva was developed. Each sample requires only about 15 minutes for the completion of the assay after receiving the plasma or saliva sample. Only 0.1 ml of sample is required, and concentrations as low as 1 mcg/ml can be accurately measured.